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3. Al UX} ( Date of Test)
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4. A4y ( Test method used )
O [EC 61452:1995, Nuclear instrumentation-Measurement of gamma-ray emission rates of radionuclides-Calibration and use
of germanium spectrometers
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(This test result is limited to the sample and sample name presented by the client and does not guarantee the quality of
the entire product.)
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A BHME IHAIE| AP EHAY (International Laboratory Accreditation Cooperation) 4 S QXS ™ (Mutual Recognition
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( The above testing certificate is the accredited test result by Korea Laboratory Accreditation Scheme, which signed the ILAC-MRA. )
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( The above testing certificate is prohibited illegal copies without the approval of the HANIL NUCLEAR Co,, Ltd,, please contact the
Testing and Analysis Center (031-443-4284) when checking whether authenticity needed. )
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TEST RESULT
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D238 226R, HEAbS 0.24 0.03
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A& IEC 61452:1995, Nuclear instrumentation-Measurement of gamma-ray emission rates of
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